Introduction
Many functional liquids found in nature exhibit complex rheological behaviour. For example, carnivorous plants such as pitcher plants rely on the stickiness of the liquid held in their jug-shaped leaves to trap insects to supply the plant with nutrients [1] . These biological materials are typically complex fluids -they are often aqueous solutions of long-chain biopolymers, which impart viscoelastic behaviour and, in particular, high extensional viscosity. Rheometers that can characterise the apparent shear viscosity of a complex fluid have been available for many years, however devices that can accurately a complex fluid's extensional response in isolation from shear effects are relatively recent [2] .
One technique that has been used extensively over the past two decades is that of capillary breakup rheometry; the basic principle of this technique is shown in Figure 1 . A small sample of the test fluid is loaded between two parallel plates, which are both drawn apart rapidly; this causes a liquid filament to form that subsequently reduces in diameter under the action of surface tension and ultimately breaks.
Capillary breakup rheometers track the mid-filament diameter as a function of time using optical means: photo cells, laser micrometers and high-speed video imaging have all been used.
The liquid filament microrheometer [3] , developed by Bazilevsky and co-workers, was able to use fluid samples as small as 10 µl and was capable of interrogating the response of fluids with relaxation times as low as 10 ms. The CaBER TM (Capillary Breakup Extensional Rheometer) [4] was developed by
McKinley and co-workers at MIT at the turn of the millenium in conjunction with the Cambridge Polymer Group; in this device laser micrometry is used to track the mid-filament diameter. The CaBER TM is currently the only readily-available extensional rheometer on the market. The Cambridge TriMaster TM [5] was developed by Tuladhar and Mackley at the University of Cambridge in 2008; the construction of this device was motivated by the desire to study low viscosity inkjet liquids and uses high-speed video imaging and subsequent image analysis to obtain data on the mid-filament diameter.
The TriMaster TM is capable of acquiring images roughly every 25 µs [6] .
Insight into the fluid mechanics of filament stretching has been greatly assisted by computational simulation: different physical phenomena can be uncoupled from one another with relative ease and their effect on the evolution of filament diameter and filament shape can be explored systematically.
Numerous authors have examined the filament stretching behaviour of both Newtonian and viscoelastic liquids when subject to increasing extensional strain [7] [8] [9] [10] [11] using finite-element based approaches. These authors were able to examine the relative interplay of physical effects such as surface tension, inertia, gravity, viscoelastic stress and strain hardening up to Hencky strains approaching 6 [11] . A variety of viscoelastic models were used in these studies, including FENE-CR [7] , Oldroyd-B, linear PTT and Giesekus [8, 10, 11] ; an excellent introduction to viscoelasticity and its mathematical description can be found in the book authored by Bird and co-workers [12] .
Simulation of the step strain response of liquid filaments allows direct comparison between theory and experimental measurements from capillary breakup rheometry, enabling differing rheological constitutive equations to be evaluated in terms of their suitability to describe the evolution of the filament shape and any subsequent instabilities that may occur. Commercial finite-element packages, such as Polyflow TM [13] and COMSOL Multiphysics TM [14] , and bespoke codes using hybrid finite-element and finite-volume approaches [15, 16] have all been used to tackle this problem. A range of different rheological constitutive equations have been used by these authors to successfully describe the experimental response of various types of simple and complex fluid, including Newtonian [14] , Giesekus [15] [16] [17] , Oldroyd-B [14] [15] [16] , PTT [15, 16] and FENE-CR [14] .
Conventional extensional rheometers, like most laboratory rheometers, are heavy, delicate and expensive. Sometimes it is not possible to test the extensional response of certain fluids in a laboratory:
pitcher plant fluids are a good example since their extensional behaviour changes as a function of time, most likely due to the action of enzymes on the sugar polymers in solution [18] . There is therefore a need for a portable device for measuring extensional behaviour in the field: it would also be highly desirable for it to function in remote locations (i.e. lightweight, robust, simple utilities) as well as affordable.
This paper reports the development of a lightweight capillary breakup rheometer: Figure 2 illustrates the operating principle. A sample of liquid, between 0.5 µl and 1 µl in volume, is placed between two pistons and one of the pistons is raised abruptly, promoting the formation of a slender filament of diameter D which becomes thinner over time. Surface tension causes the filament to narrow and this is resisted by the extensional viscosity of the fluid and, if present, the fluid's elasticity. The filament will eventually break, but liquids with significant viscoelasticity may exhibit additional effects, such as 'beads-on-a-string' behaviour [19, 20] . Simple theory that describes filament thinning for various types of liquid has been reported previously, and Table 1 summarises some results for the evolution of filament diameter, D, from initial value, D0, over time t.
The present device is based on that reported by Collett and co-workers [18] and differs from most capillary breakup rheometers in that only one piston is moved. Advances in digital camera resolution and laptop PC processing power mean that images can be captured and analysed rapidly to give the minimum filament diameter, D. The device has only one moving part, the upper piston, making it more robust.
The piston is moved by a standard solenoid, which can be actuated by DC battery power: it is therefore readily replaceable as well as lightweight. The main requirement of the solenoid is that the piston movement is rapid; the unit employed here gave a translation time of less than 10 ms. Figure 3 shows a schematic and a photograph of the assembled device. Data are acquired by a laptop with a USB 3 connection, which allows real time transfer of the data as well as powering the camera. The frame can be assembled in minutes and the total mass of the system, without laptop or USB lead, is less than 1 kg.
The device, known as 'Seymour II', was developed from the 'Seymour' device presented by Collett et al. [18] and incorporated learning gained during field studies of the rheology of the trapping fluid [1] of a particular species of pitcher plant, Nepenthes rafflesiana, undertaken by Dr Ulrike Bauer (Plant Sciences, University of Bristol) in Brunei in 2014. In addition to a new mounting arrangement, the software for capturing and processing images has been rewritten: the design drawings and software code are available as freeware.
Description

Seymour II construction
A schematic diagram of Seymour II along with an annotated photograph can be found in Figure 3 . The rheometer assembly is attached to a section of slotted aluminium profile (30 mm x 60 mm x 400 mm), onto which is also attached a lens support and a torch support. The lens support is sized to grip the lens of choice; in the device used here a Leica Monozoom 7 unit was used, attached to a solid-state high-speed camera (Ximea MQ003MG-CM) capable of up to 500 frames per second at a resolution of 640 × 480 pixels. The Ximea camera requires a USB3 connection to a PC equipped with suitable image processing software. For Seymour II, an Intel ® Core i7 ® laptop was used, running Ubuntu Linux and a bespoke piece of software was written in C++ to extract filament diameter information.
The components for Seymour II are listed in Table 2 ; for the purposes of fabrication, a full set of engineering drawings and the C++ code for image analysis are available from [Address to be specified].
Seymour II experimental protocol
Prior to performing a capillary breakup rheometry test on Seymour II, the surface tension of the fluid under investigation must be obtained, either experimentally or from literature sources. There are many techniques that can be used to measure surface tension experimentally, and a number of good reviews are present in the literature [21, 22] .
The experimental protocol used to operate Seymour II is given below.
1. Record the laboratory temperature and clean the rheometer pistons thoroughly with isopropanol. Ensure all isopropanol has evaporated prior to loading the test fluid.
2. Assemble the component parts of Seymour II and attach the rheometer body, the lens holder and the torch holder onto the slotted aluminium profile. Attach the camera to the PC and start the image analysis software in 'visualisation mode' such that the pistons can be seen on the PC screen.
3. Use feeler gauges to adjust the initial gap between the two pistons to be 0.6 mm. Adjust the 'o' ring such that the final gap allows a filament to form and break; the fluid under test will determine the optimal gap sized, hence some preliminary experimentation will be required to set this.
4. Once the final gap size has been set, and using the image analysis software, ensure that the top and bottom pistons are vertically aligned and in sharp focus.
Ensuring that the solenoid is switched off, load a sample of the fluid to be tested into the gap in
between the upper and lower piston. Great care should be taken to avoid any of the fluid wetting the vertical surfaces of the pistons; should wetting occur, fluid should be removed carefully with an absorbent medium.
6. Put image analysis software into 'recording' mode with the camera frame rate set at 500 frames per second. Promptly switch on the solenoid to separate the upper and lower pistons, and keep the solenoid activated until filament breakup has occurred, or until the laptop has finished recording the image sequence (whichever happens first). If the fluid filament failed to break, then the O ring on the upper piston should be adjusted to increase the final gap size.
7. Ensuring that the solenoid is switched off, remove the remainder of any fluid from the rheometer pistons and clean thoroughly with isopropanol.
8. Repeat the experiment a minimum of five [4] times and perform data analysis.
Seymour II data analysis
The analysis of extensional rheometry data differs to that of shear rheometry. When analysing the latter, values of the apparent viscosity can be usually be deduced without having to presume a rheological response of the test fluid. This is not the case for extensional testing, where it is necessary to determine which theoretical treatment best fits the experimental filament thinning data. Table 1 lists some of the most commonly-used filament thinning expressions, including the response of a Newtonian fluid [23, 24] and commonly used viscoelastic models: upper convected Maxwell(UCM) [24] , single mode Giesekus model [25] , FENE [23, 26] and FENE-P [27] .
Care has to be taken when analysing extensional rheometry data. Firstly, it is necessary to find the region within the recorded data that corresponds to filament thinning under the action of surface tension alone; this may only be part of the data that has been acquired, and sometimes may not be obvious.
Then, a selection of different theoretical models can be fitted in turn to an appropriate range of the filament thinning data; the response of the fluid is then deemed to be described by the model whose coefficient of determination is closest to 1. Sometimes, none of analytical expressions listed in Table 1 may regress sufficiently accurately to the experimental data and more complex models, such as a multimode Giesekus [28] , may need testing. Once a good fit with a given model has been obtained, there still may not be enough data to gain a full rheological characterisation of the fluid. For example, it is not possible to obtain a unique set of viscoelastic parameters for the Giesekus model from extensional testing alone, only the ratios of certain model parameters (the mobility parameter and the Giesekus viscosity) can be obtained [28, 29] . For certain applications, however, the parameters extracted from extensional testing alone can give sufficient information to track fluid property changes as a function of time, or to provide a comparison between fluids from different origins.
The data fitting procedure is illustrated in Figure 4 , where three distinct regions are evident:
where the filament diameter is constant, corresponds to measurements obtained prior to piston movement; Region (II), where a rapid reduction in filament diameter occurs, corresponds to the time when the rheometer pistons are moving and the fluid is being actively stretched; the region where useful measurements can be taken, labelled (III), corresponds to filament thinning under the action of surface tension alone. Any data following the monotonically-decreasing filament thinning regime has been discarded since either the filament will have broken, and only artefacts of the image analysis may be present, or a viscoelastic effect such as beads-on-a-string [19, 20] will be occurring , resulting in an unsteady relationship between filament diameter and time.
One of two approaches can then be taken to analyse the data in region (III). For viscoelastic fluids, it is usual to non-dimensionalise the filament diameter with respect to D0, the filament diameter at the start of region (III): this is labelled in Figure 4 . 0 ⁄ is then plotted against time since the start of region III and the viscoelastic filament thinning expressions in Table 1 can then be tested for their respective goodness of fit.
Interestingly, in the absence of viscoelastic effects, the shape of the fluid filament starts to significantly affect the filament thinning process [4] ; a second approach, therefore, must be used for a Newtonian fluid if values of viscosity are to be compared with those obtained by shear testing. The methodology is discussed in detail by McKinley and Tripathi [4] and stems from the geometric simplification used to derive Newtonian filament thinning expression. The derivation assumes, amongst other things, that the fluid filament is an infinitely-long cylinder, with zero applied axial force and that the filament thinning process is non-inertial. In reality, the shape of the fluid bridge between the two pistons is not cylindrical and this results in the presence of a significant axial force during the early stages of filament thinning.
The fluid filament is never truly axially uniform, rather that the axial force becomes negligible during the final stages of filament thinning.
Consequently, capillary thinning data for Newtonian fluids is only analysed in the region near filament breakup, region (IV) on Figure 4 , where radial forces are significantly larger than axial forces.
Additionally, a correction factor, termed the 'shape factor' (X), is applied to the Newtonian filament thinning expression to account for the filament's non-cylindrical shape. The value of X can be computed theoretically, as described in a number of publications [30] [31] [32] : for the purposes of making pragmatic viscosity measurements of Newtonian fluids, it has been demonstrated [4] that use of the Papageorgiou solution for the shape factor [30] , = 0.7127, is appropriate. In the region near filament breakup, the gradient of the filament thinning profile can be now be compared to theory viz:
Here, is the surface tension, 0 is the Newtonian viscosity and tc is the time at capillary breakup. The solid grey line in Figure 4 illustrates how Equation ( 
Seymour II validation
Validation of Seymour II was carried out using a combined experimental and theoretical approach.
Firstly, a series of measurements of piston position as a function of time were taken such that the piston movement could be characterised and the piston velocity measured as a function of time. An ideal extensional rheometer should be able to apply a step change in position to the pistons in order to form a fluid filament; pragmatically, a fast, monotonic, piston movement is required. Next, a series of ten, identical, filament thinning experiments were carried out using a Newtonian viscosity standard (Brookfield silicone oil, 492 mPa s). Some surface tension data appear in the literature for Brookfield silicone oil viscosity standards: Keller and co-workers [33] [36] . The initial gap between the pistons was 0.6 mm and the final gap was set to 1.4 mm. The symmetry of the fluid filament was checked in each of the data sets -an experiment was discarded if symmetry was broken. The data analysis method for a Newtonian fluid, outlined in the previous section, was then used to extract a value for the fluid viscosity for each experiment.
The theoretical performance of Seymour II was then computed using a commercial CFD package, Polyflow TM (Ansys Inc.). A two-dimensional, axisymmetric, problem was defined on an initially square domain, with side length 0.6 mm (since Seymour II had an initial gap and 0.6 mm, and used pistons 1.2 mm in diameter); the domain was meshed with 6560 triangular elements. Boundary conditions of symmetry and zero tangential and normal velocities were applied to the left-hand and lower edge of the domain respectively. A free surface boundary condition was defined on the right-hand edge of the domain, with its location pinned at its intersection with the upper and lower edges; surface tension was specified to act on this boundary with a value of 21 mN/m. The upper edge of the domain was set to have a translational velocity equal to that experimentally-measured for the top piston of Seymour II, decaying exponentially and rapidly to zero once the motion had ceased. The upper edge's translational velocity was coded as a user defined function in the rule-based language CLIPS [37] ; this can then be used by Polyflow TM .
The material properties of viscosity and density were set at 0. The final part of the validation exercise was to demonstrate the portability of Seymour II and the ability to 'take the laboratory to the sample' rather than vice versa. Seymour II was taken to the University of Cambridge Botanic Gardens to investigate the properties of mucilage extracted from the 'Crane Flower', Strelitzia reginae. For these tests, mucilage was extracted from open flowers of S. reginae using a micropipette and transferred to Seymour II; an initial piston gap of 0.6 mm and a final gap of 1.4 mm was used. A value for the surface tension of S. reginae mucilage was not available, hence the value for water was used. Detailed analysis of the physical properties of S. reginae mucilage would be required if these preliminary studies were to be extended.
Results and discussion
Seymour II piston movement
A plot of piston displacement as a function of time for ten different tests is shown in Figure 5 . Good reproducibility can be seen across the series of tests, and it can be seen that the time taken for piston displacement is between 8.5 ms and 9 ms. This is roughly 7 times slower than the TriMaster TM when configured at its fastest piston velocity of 500 mm s -1 [38] , but similar to the system response time of the CaBER TM [39] .
A plot of average piston velocity for Seymour II is shown in Figure 6 ; these data were obtained using 
Filament thinning of silicone oil
Ten experiments on Seymour II were carried out. Three of these experiments (A, B and C) either exhibited significant filament asymmetry, due to the silicone oil having partially wetted the vertical sides of the lower piston, or showed that the lower liquid pool drained visibly during filament thinning:
these results were discarded. Numerical simulation of the filament thinning of silicone oil on Seymour The plot shown in Figure 8 shows the quantitative similarity between the simulation and the experiments on Seymour II. There are a cluster of silicone oil filament thinning profiles measured using Seymour II (experiments D, F, G, I and J) that lie close to, or on, the profile predicted by simulation; the data from experiments E and H lie a little way away from the predicted values, which is attributed to slight differences in the initial gap between the rheometer pistons.
Application of the analysis for a Newtonian fluid outlined in the previous section yields the viscosity values shown in Table 3 . The error values were calculated by assuming that time was accurate to ±1 ms at a frame rate of 500 frames per second; that diameters were accurate to within ±1 pixel, at 5.8 µm per pixel; and that the surface tension value used was within ±1 mN/m of that of the experimental fluid.
The average viscosity resulting from seven experiments is 510 ± 51 mPa s, which is within 4 % of the quoted standard value of 492 mPa s, which itself is subject to a ±2 % uncertainty [40] . Previous work on using extensional rheometry to extract Newtonian viscosity values has attained a reproducibility of ±10 % [4] , hence the results reported here for Seymour II are well within the expected accuracy of this technique.
Extensional behaviour of S. reginae mucilage
Preliminary filament thinning data for two samples of S. reginae mucilage, measured using Seymour II in situ at the University of Cambridge Botanic Gardens, are shown in Figure 9 .The plots indicate that S. reginae mucilage is not a Newtonian fluid. Filament thinning curves of this nature are typical for viscoelastic polymer solutions where either the solvent viscosity dominates the initial filament dynamics [23, 27, 41, 14] or where there are two viscoelastic contributions with significantly different time constants [28, 11, 13] . Recent work [28] has derived an ordinary differential equation (ODE), Equation (5), that can be fitted to filament thinning curves of the form shown in Figure 9 to extract parameters for a twomode Giesekus model [42] . The ODE requires numerical solution in, for example, Microsoft Excel TM or MATLAB TM ; full details of the solution algorithm, and of the assumptions that underlie the analysis, are contained within the paper by Hallmark and co-workers [28] . The loci of points shown in Figure 9 are the best fit of Equation (5) [29] and relaxation times for the short and long modes are given in Table 4 
Conclusions
This paper has reported the construction, experimental protocol and data analysis techniques for an 'open source', inexpensive and lightweight extensional rheometer, Seymour II. Validation of the rheometer has been carried out using a Newtonian viscosity standard (492 mPa s Brookfield silicone oil); results of 510 ± 51 mPa s were obtained, which are comfortably within the range of ±10 % which other authors have quoted for extensional techniques [4] . Visual comparison of the filament dynamics observed using Seymour II to those computed using a commercial CFD package (Polyflow TM ) show good qualitative agreement.
We also report preliminary rheological data for mucilage from the 'Crane flower', Strelitzia reginae.
The mucilage exhibited significant levels of viscoelasticity, which could described in terms of the X, the shape factor, corrects for non-cylindrical filaments [4, 43] .
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